‘ C,o@/" A28~ |

LA-UR-76-828
mysa-nl

TITLE: qua:
: QUALITY ASSURANCE PROGRAM
FOR SUR ~
MIXED OXIDE FUEL ANALYTICAL legg-mr«ca OF PAST REASTOK

AUT :
HOR(S): :’ g. Rein, R, K. Zeigler, G. R. Waterbury
« E, McClung, P. R, Praetorius, and W, L..Delvin

SUBMITTE L )
D TO: éAEA Symposium on Nuclear Fuel Quality Assur
slo, Norway, May 24-28, 1976, e

NOTICE
This repoit was prepared s an sccount of work
sponsored by the United Siatet Gov.rament Nather
the United States nur the United  States hrergy
Researh and Development Adminsatiation, not ény of
thayr employees, fot  any of i conitactots.
subconitactors,  of  thew cmployevs, makes any
watsanty, ewpless ol implied, ot amumes any begal
Hahuity ot responmhility fos 1he acvutacy, sompletenes
ot usefutness of any nfotmation, appatriug, product ot
Pt ductosd, o reprerenty that L use would et
infringe privately owned tights

By acoeptznce of this articie fi
or publication,
r:blhlm recognizes the Government’s (license) rl‘;ht:
any copyright and the Government and its authorised
/ representatives have unrestricted right to reproduce i
whole or in part said article under any copyri hn
secured by the publisher. yrient

publishor identify this article as work perforr—:1 under

> The Los Alamos Scientific Laboratory requests that the
the auspices of the USERDA.

R AR A LA MASTER

of the University of California
LOS ALAMOS, NEW MEXICO 87843

An Affirmative Action /Equal Opportunity Employer

P No. &
S:"PU 2 583916 UNITED STATES
s ENERGY RESEARCH AND
DEV(!;:LOPMENT ADMINISTRATION
ONTRACT W-7408.ENG. 36 Qj
ird

ISTIEUTION OF Thits DUCUMLNT 15 UNLIMITED


About This Report
This official electronic version was created by scanning the best available paper or microfiche copy of the original report at a 300 dpi resolution.  Original color illustrations appear as black and white images.



For additional information or comments, contact: 



Library Without Walls Project 

Los Alamos National Laboratory Research Library

Los Alamos, NM 87544 

Phone: (505)667-4448 

E-mail: lwwp@lanl.gov


-1- ' IAEA 8R-7/1

SEMINAR ON NUCLEAR FUEL QUALITY ASSURANCE

May 24-28, 1976
IAEA SR-7/1

QUALITY ASSURANCE PROGRAM FOR SURVEILLANCE OF
FAST REACTOR MIXED OXIDE FUEL ANALYTICAL CHEMYSTRY

J. E. Rein, R. K. Zeigler, G. R. Waterbury
Los Alamos Scientific Laboratory
Los Alamos, NM 87545

¥W. E. McClung, P. R. Praetorius, W. L. Delvin
Hanford Engineering Development Laboratory
Richland, WA 99352

ABSTRACT

An effective quality assurance program for the
cremical analysis of nuclear fuel is essential to
assure that the fuel will meet the strict chemical
specifications required for optimum reactor per -
formance. Such a program has been in operatic. since
1972 for the fuels munufactured for the Fast Flux Test
Facility. This program, through the use of common
quality control and calibration standard-, has con-
eistently provided high levels of agreement among
laboratories in all areas of analysis. This paper
glves a summerv of the chemica) specifications for
the fuel and scurce materinl, an outline of the
requiremc.:ts for laboratory qualifications, the
preparation of calibration and quality control ma-
terials, the general administration of tlie plan, and
exsmples where the program has been useful in solving
laboratory problems.



INTRODUCTION

A comprehensive quality assurance program has been in oper-
ation since 1972 to assure that the chemical methods used for
the analysis of fuel materials for the Fast Flux Test Facility
(FFIF) reactor were in control. The FFTF 1is being constructed
for the U. S. Energy Research and Development Administration
(ERDA) as the major test reactor for the evaluation of compon-
ents for the Liquid Metal Fast Breeder Reactor (LMFBR) program.
The prime contractor for this facility is the Westinghouse
Hanford Company operating the Hanford Engineering Development
Laboratory (HEDL). As prime contractor, FHEDL has the responsi-
bility for the implementation of the quality assurance program.
A3 an independent laboratory, the Los Alamos Scientific
Laboratory (LASL) provides the calibration and quality control
materials to all participating laboratories. These include the
supplier of the source plutonium material, the fuel manufac-
turers, and HEDL the reactor operator.

This paper presents all aspects of the quality assurance
program and gives examples of its successes and shortcomings
during its three years of operating history. The topics covered
are: (1) a summary of the chemical specifications for the fuel
and source materials, (2) an outline of the requirements and
tests for laboratory qualifications, (3) a discussion of the
preparation, characterization, packaging, and record-keeping of
the calibration and quality control materials. (4) administra-
tion of the program including the tabulating and charting of
quality control sample anelysis data to disclose problems unique
to one laboratory or common to all laboratories, and (5) opera-
tional experiences.

FUEL AND SOURCE MATERIAL SPECIFICATIONS

A FFTT' fuel pin contains approximately 144 mixed uranium-
plutonium oxide pellets, each about 1.2 g. The uranium to
plutonium ratio is 3, the Pu-239 + Pu-241 isotopic abundance is
88%, and the uranium is natural or_depleted. The fuel is highly
refractory, being prepared at 1600°C in a hydrogen atmosphere
to give a hypostoichlometric oxygen content. ZIZach fuel pin also
contains four uranium dioxide insulator pellets, two at each
end. The source materials are ceramic grade uranium dioxide and
plutonium dioxide. To increase the probability that the manu-
factured fuel meets specifications, the chemical specifications
for the source nmaterials are essentinlly the same as the chemi-
cal specifications for the finished fuel pellets. The chemical
specifications for the source materinls, the fuel, and the
insulator pellets are given in Table I.



TABLE 1. CHEMICAL SPECIFICATIONS FOR FFTT FUEL WATERIALS

Maximum Vajues (Unjens Otherwime Stated)

Caramic Ceramic Mixed ©:1de Insulater
Spucification Grade uoz Grade Puoz Fuel Pellets Pellets
} ﬁ' ']lolople, o
v
230 ¢+ 241 88.0+0.8 93.040.8
241 Not 2.8 2.8 Bot
2% applicable 0.18 0.18 applicable
Sum others 0.38 0.38
ekcept 240
240 balance balance
3. U lsotopic, Matural or Natural or Natural
depleted depleted
vt v 33% 0.7140.08 ©.7120.08 0.7120.05
3. Pu, wt % ¥ot Min. BS.0 +3.5 rel% of Not
applicable at time of nominal applicable
packaging value for :
Min.87.8 {adi. pellets,
after heat-  +1.0 reld
iug to 820°C nominal value
2o0r log average
4. U, wt % Lin. B86.0 0.2 M rel % None
dry basis of actual given
coatent
8. Americium, Fot 0.2 0.28 Not
wt % of Pu spplicablea applicable
6, Carbon, yug/g 180 200 180 200
7. Chlortne a5 80 20 20
ve/s .
8. TFluorine, 38 : 1] 10 10
vg/s
9. NRitride 200 200 200 200
Nitrogen, ug/g
10. Phoophorus, 50 and 100 100
vs/s
11, Sulftur, ug/s 300 200 300 300
13. Gas,8TP cc/g None given None given c.09 0.09
13. Yater, uvg/g 8000 None given 30 for indiv 20 for indiv
pellets; 10 pellets; 10
for lot average for lot average
14. Total Volatiles, None 2.8 None None
ot % given given given
18. G/M Ratio 2.00 to 2.28 1.6% to 2.00 1.3 to 1.98 1.005 to
for individual 2.010
1.04 to 1,07
for average
16. Metal
Impurities,
vg/s
al 800 280 800 800
] 10 10 20 20
Be 20 . 20 20 80
Ca 100 800° 260 860
Cd 30 20 20 20
Co 10 20 20 10
Cr 800 200 280 3280
Te 400 350 800 800
K 200 200 200 200
L 10 10 10 19
Mg 28 100 8 ] ]
Na 800 300 800 800
n 400 300 800 800
Ta 400 400 400 400
v 100 100 100 100
400 200 800 800
Cu,01,T1,2n 800 800 200 800
Ag,Mn ko ,lb,
8 200 200 200 200

8,
Dy,Bu,0d,8m 100 100 100 100




REQUIREMENTS AND TESTS FOR LABORATORY QUALIFICATIONS

As previously stated, the analytical laboratories of the
supplier of the plutonium source material, the fuel marufac-
turers, and HEDL, as the reactor operator, must qualify for all
chemical analyses used to characterize these materials. Major
qualification requirements, which are detailed in contracts or
equivalent agreements, are (1) the use of proven methods of
analysis, (2) the use of speciiied materials for the calibra-
tion of analytical methods, (3) the successful analysis of test
samples at stated levels of accuracy and precision, and (4) the
use of a detailed (and documented) internal quality assurance
program. :

Approved methods of analysis are those published in an
ERDA document. These methods, summarized in Table II, were
proven adequate by the analysis of test samples among ERDA
contractor and license facilities in two extensive round robin
programs. Other methods of analysis may be approved by HEDL
based on demonstrated capability equivalent to the approved
methods.

The use of well-characterized calibration materials is
essential to obtaining accurate chemical results. Further, the
use of the same calibration materials by all participating lab-
oratories reduces shipper-receiver cifferences. Standard Ref-
erence Materials of the National Bureau of Standards for uranium
and plutonium, certified for assay end isotopic distribution
values, are the only well-characterized reference materials
available and are specified for this program. For metallic and
nonmetallic impurities, LASL prepared powder blends in the three
matrices of uranium-plutonium mixed oxide, plutonium oxide, and
uranium oxide are used in the progrem., Calibration materials
are not available for water content, gas content, and total
volatiles, because materials with lcng-term stability are not
easily obtainable. For these three determinations and for the
O/M determinations, the analysis methods are specified in detail.
Prior to using the methods for analysis of production materials,
the laboratories caijbrate with the specified materials, then
reverify the calibration factors on a weekly basis. Control
charts are maintained and a recelibration is done when an '"out
of control" situation exists. Whenever a method has not been
in use for a 90-day period, = specified number of quality con-
trol samples must be successfully analyzed by the laboratories
in order to requalify. The number of samples 1is usually about
four, and the statistical tests consider both accuracy and
precision,

Each participating laboratory must maintaln its own in-
ternal quality assurance program designed to demonstrate
clearly that methods are in control at all times. This internal



TABLE

Specification
Component

Plutonium Assay

Uranium Assay

Plutonium - Uranium

11.

Isotopic Composition

Americiw. - 241

O/M Ratio
Chloride

Fluoride
Carbon
Nitrogen
Sulfur
Phosphorus

Metal Impurities
Trace U in PuO2

Vater

Gas Content

Total Volatiles

APPROVED METHODS OF ANALYSIS

Chemical Method

Controlled Potential Coulometry
Controlled Potential Coulometry

Thermal Ionlization Mass Spectrometry
following Ion Exchange Seraration

Gamma Counting in Well-Type NaI(T1l)
Detector

Thermogravimetry

Pyrohydrolysis - Coulometric Silver
Titration

Pyrohydrolysis - Ion Selective Electrode
Ignition to 002 - Gas Chronatography

Steam Distillation as NB3 - Colorimetry
Distillaticn as HZS - Colorimetry
Solvent Extraction - Colorimetry

Emission Spectrography for all Except
Tungsten by Colorimetry

Colorimetry followlng Ion Exchange
Separation

Volatilization - Electrolytic Cell

Induction Heating - Gas Volumetric
Measurement

Welght Loss upon Heating



program must include a documentation system that provides for
traceability of each reported result back to raw laboratory

data from which the result was obtained. The system nust
provide for identification and contrcl of each sample from the
time it is received by the laboratory until all required
analyses are completed. All data obtained frcem calibration and
control standards must be recorded and be easily retrievable
from the system. The internal program must include provisions
for qualifying analysts. Criteria to e3tablish qualification
and a system for certifying and documenting qualificatinn must
be included. Provisions must be included in the program for
calibrating and controlling all equipment that affects the
quality of measurements. These provisions should include toler-
ance requirements for volumetric glassware and for weights

used to calibrate balances. Requirements fcr the quality of
reagents used, the labeling of standards and reagents, and thaeir
storage must be included.

Each laboratory must have written procedures for imple-
mentisgg the requirements of 1ts Iinternal quality assurance
program. Included is the requirement that all analytical
methods used to make analyses must be in written form. The
format used for writing the methods must include, as a minimum,
the following information: brief summary of the method; recom-
mended sample size «nd range of the method; interferences;
equipment, reagents, and standards required; calibration pro-
cedure; step-by-step procecure for the analysis including
precautions; and a calculation procedure.

CALIBRATION AND QUALITY CONTROI. MATERIALS

Prior to the start of this program, LASL presented a paper
at the 1971 IAEA Symposium "Analytical Metlods in the MNuclear
Fuel Cycle", [1], in which the techniques used to prepare the
calibration and quality control materials were described. We
will briefly review these techniques and give a description of
subsequent operations. These include the packaging of materials,
the assignment of control limits to the quality control mate-
rials, and record-keeping practices.

The calibration and quality control materials used in this
program are summarized in Table III. The blends of nonmetallic
impurities and of metallic impurities are prepared in the three
matrices of mixed oxide, uranium oxide, and plutonium oxide.

This 1s necessary because the participating laboratories segre-
gate their areas (and apparatus plus personnel) by material
composition. The blending procedures are given in reference

[1]. The mixed oxide and 002 pellets used as quality control ma-
terials are discrete batches“for which random sampling and
analyses have verified homogeneity.



TABLE I1I11.

Measurement

Calibration Ma‘erial

CALIBRATION AND QUALITY CONTROL MATERIALS

Quality Control ilaterials

Plutonium Isotopic

Uranium Isotopic

Plutonium Assay

Uranium Assay

Am..241

O/M Ratio

Carbon, Chloride, Fluoride,
Nitrogen, Sulfur,
Phosphorus, Tungsten

Metal Impurities

Trace U in PuO2

KBS SRM 948

NBS SRM U-010

NBS SRM 949

NBS SRM 950 or 960

None

None

‘Blends in Mixed Oxide,

U Oxide, and Pu Oxide

Blends in Mixed Oxide,
U Oxide, and Pu Oxide

Charscterized Pu Oxide

Mixed Oxide Pellets,
and Pu Oxide

Mixed Oxide Pellets,
and 002 Pellets

Mixed Oxide Pellets,
and Pu Oxide

Uixed Oxide Pellets,
and UO2 Pellets

(a)

None

Mixed Oxide Pellets,
and U02Pe11ets

Blends in Mixed Oxide,
U Oxide, and Pu Oxide

Blends in Mixed Oxide,
U Oxide, and Pu Oxide

Characterized Pu Oxide

(a)The Am-241 level of production material normally is computed based on the
measured Pu~-241 content and the age of the material since purification.



A calibration series of metallic or nonmetallic impurities
‘consists of five blonds in which the concentrations of the
impurities range from one-tenth to twice the specification
values. Juenerally, the concentration levels of the impurities
in quality control samples raage from one-~half to slightly above
the specification value because the decisicn to accept or reject
manufactured material is most critical at this level. Six
different quality control blends are concurrently in circulation,
with the differences in the concentration levels of the measured
components being so slight, that the larger randon. error of the
analytical method discourages attempts to establish blend iden-
tity.

Blends are analyzed to verify that no errors, such as in-
correct weighings, were made and that homogeneity was attained.
At least four random samples of each blend are analyzed in
duplicate.

Except for carbon-containing blerds, the primary packaging
container is polyethylene or polystyrene. Random samples of
container batches are analyzed by neutron activation with empha-
sis placed on cinlorine. Because the materials abrade plastic
containers, those designated for carbon measurements are
packaged in glass containers with screw-on plastic lids. A
lead insert is placed in the 1id to prevent material contacting
the plastic. All materials containing plutonium have a second
outer plastic container. The packaging is done in a manner
which precludes surface contamination. The labels of all mate-
rials are placed on the inner container. Special packaging is
required for mixed oxide pellets that serve as quality control
material for the O/M measurements. From the time of their
preparation, the pellets are maintained in an argon atmosphere
to maintain their hypostoichiometric oxygen level. Individual

pellets are packaged in glass ampou) in ~n argon-atmosphere
glovebox. The ampoule is sealed by - g vacuum and heating
in a chamber with the heat produced + -ent flowing through

a nichrome-wound element.

The assignment of control limits to the prepared quality
control blends is somewhat subjective. Although the matrix
materials of mixed oxide, plutonium oxide, and uranium oxide
are selected, based on analyses, for low levels of the added
impurities, the levels of certain impurities are significant
relative to the added levels. Also, the uncertainty of the
analyses is relatively large at low concentration levels,
approaching the detectior 1limit of the analytical method. The
control limits assigned to the value of a component are approxi-
mately two standard deviations, including the analytical
uncertainty, the propagated error of the blending preparation,
and the uncertainty of the concentration of the components in
the matrix material.



The general relationship is:
2E EB
Upper Control Limit = (1+ Tﬁ%) a+ TBB’ (A+R+En)

= -—j - omm— -
~ Lower Control Limit (1 100) 1 100) (A+R ER)

where

EQ ~ Relative standard deviation, in %, of the analytical
method, computed from previous interlaboratory sample
exchange programs.

EB = Propagated error of blending preparation, relative
standard deviation, in %.

A = Added level of component.
R = Mcasured level of component in matrix material.
ER = Standard deviation associated with R.
For example, in a mixed oxide blend for nitrogen
EQ = 30%
EB = 2%
= 80 ue/e

= 20 ug/e

m o >

r = 10 ve/e

Upper Control Limit = 180
Lcwer Control Limit = 35.

The quantity of record keeping associated with the cali-
bration and quality control materials is extensive. All blend
preparation data are recorded in notebooks which are signed by
two chemists, The one preparing the blends and a supervisor or
co-worker must sign for every recorded weighing measurement or
other critical operation. The computation of blend values and
the overcheck analytical results are also recorded. Every ship-
ment of material to a participating laboratory is accompanied
by a detailed listing of the individual vials of materials, in-
cluding the plutonium accountability value. The values of the
calibration r.ateriais arz alsos provided. Finally a detailed
list of the code information for the quality control samples
(including the unique number of each vial), the container blend
designation, and the control limits 1s provided solely to the
administrator of the quality assurance program at HEDL,
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ADMIiviSTRATION OF THE PROGRAM

The overall administration of the program is assigned to
one person in the HEDL Quality Assurance Department. This
centralized responcibility has provided readv communications
among the participating laboratories, producing coordinated
efforts and resolutions of problems. The administrative func-
tions include (1) the qualification of laboratories as discussed
praviously, (2) the approval of calibration and quality control
material shipments from LASL to the participating laboratories,
(3) the continuous surveillance of laboratory operations, in-
cluding a major task of recording all results obtained on
quality control samples, and (4) continuous review, using charts
and statistical tests, of the recorded quality control data.

The operations associated with the calibration and quality
control material shipments are presented in Fig. 1. Normally,
shipments are made at three month intervals. To provide LASL
with guidance and lead time, necessary to the effective planning
of material preparation and packaging, each laboratory submits
a written request to HEDL stating the types and quantities of
calibration and qualiity control materials desired for a year
of operation. The nreparation of these materials, described
earlier, requires considerable time and cffort and is costly.
The HEDL review, therefore, emphasizes that the requested
quantities agree with the planned production levels of the
requesting facility. HEDL then informs LASL of the approved
quantities and desired shipment dates. The shipments are made
from LASL directly to the individual laboratories.

The best assessment of a laboratory's performance is
attained by the analysis of quality control samples that are
supplied by, and statistically evaluated by, an organization
independent of the laboratory. As outlined in 7ig. 2, three
independent organizations are involved: LASL as the supplier
of the materials, the Quality Assurance Department of HEDL, and
tlhe Quality Assurance Department of each facility. Also, a
Site Representative from HEDL is assigned to each facility. As
stated previously, the code information and control limits for
quality control materials are provided by LASL solely to the
HEDL Quality Assurance Administrator. He provides his Site
Representative with information appropriate to the specific
facility. The Site Representative, in turn, provides the
facility's Quality Assurance Department with a partial listing
of the information. This latter organization submits most of
the quality control samples and maintains the surveillance.

The rate of analyzing quality control samples varies, based
on past operating capabilities, but can be as much as one sample
per day per operating apparatus and/or analyst. Should a result
fall outside the control limits, the analysis of production
samples is stopped, and the cause is evaluated. A second
quality control sample is then analyzed. If the second result



Each laboratory submits written
request to LEDL that states
desired quantities of specific

materials

\/.

HEDL review emphasizes agreemeat
of requested quantities with
planned production levels of

requesting racilirty

V

HEDL provides LASL the approved
quantities and desired
shipment dates

\7

LASL ships approved quantities
directly to iandividual
laboratories

Fig.1. Operations Associated with the Shipment
Calibration and Quality Contrei Materaals.

of
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falls within the coatrol limits, analysis of production samples
can be resumed. If, however, the result is again outside the
control limits, the laboratory must requalify. Approval to re-
sume operation is granted cnly by the facllity's Quality Assur-
ance Department based on the successful analysis of quality
control samples.

By withholding a portion of the quality control sample
code information, the Site Representative 1s provided the means
to obtain an independent evaluation of a laboratory's perfor-
mance. As shown in Fig. 2, the results obtained on quality
control samples submitted by the facllity's Quality Assurance
Department are sent to the Department, as well as to the HEDL
Site Representative and to the HEDL Quality Assurance Admini-
strator. All quality control results go tc the HEDL Quaiity
Assurance Adminisirator, who overviews the operations as they
occur in all laboratories. Statlistical tests are used to assess
problem areas unique to one laboratory or common to all lsbora-
tories.

Histograms provide among-laboratory comparisons and indi-
cate whether the distributions of quality control sample results
are normal, skewed, multimodal, cr other. The histograms of
quality control sample results, Fig. 3, fo: the J/M measurement
of mixed oxide by three laboratories show a sllgutly skewed
distribution for laboratories B and C, with laboratory A having
a smaller range than the other two laboratories.

Conventional quality control charts, in which results for
quality control samples are plotted by production lot, may show
bias trends. Especially useful, as shown in Fig. 4, are plots
of moving averages. This example, for the measurement of the
plutonium content of mixed oxide, shows a trend to lower values
for one quality control material by two laboratories.

Exanples of a third type of chart are presented in Figures
5 through 7. These bar charts plot the results of qualilty
control samples for all laboratories and arce designed to differ-
entiate unique laboratory difficulties, or problems common to
two or more laboratories. The results are plotted on a percent-
age scale, in which the range of 100% between the upper and
lower limits represents frur standard deviations ( d 2 standard
deviations from the stated value) and the statad value of the
quality control material is set at 50%. TFig. 5 presenis resulis
for the plutonium content of a mixed oxide quality control
material. All laboratories are in control for this material.
Fig. 6 1illustrates a case where the average result obtained by
each of the four laboratories for the carbon conteat 1s higher
than the stated value. Laboratories A and B have precision
difficulties. In the last example, ¥Fig. 7, a rather complex
situation exists. All laboratories tend to have biased results,
high for laboratory A, and low for the other three laboratories,
The precisions of all four laboratories are comparable,



-LASL provides:
(a) to each facility--a list of all shipped quality
control samples
(b) to HEDL Quality Assurance Administration only--
code information and quality control limits

RP
HEDL Quality Assurance Administration

Results of all
quality ccatrol -
samples .

HEDL Site Representative receives code
information arnd quality control limits
J > appropriate to the speciiic facility.

Surveillance information is exchanged
with the HEDL Quality Assurance
Administrator

Facility Quality Assurance Department
receives code information and quality
control limits ior a portion of the
samples supplied

Independent surveillance

of laboratcry overation

based on withheld portion

of quality control samples
4

H

M

Results only of Facility Quality Assurance Department
samprles reouested = naintains main surveillance of
by this Department laboratory cneration

Laboratory analyzes requesced quality
Analysis results control samnles as specificd by
of quality Facility Quolity Assurance Department
control samples and by HEDL 3ite Rcprescntative

Fig.2. Quality Caatrol Sample Distribution and Flow of
Data Results.,
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OPERATIONAL EXPERIENCES

. As expected, difficulties were more noticeable at the be-

ginning of the program. Difficulties occurring in individual
laboratories were traced to inadequate training of personnel,
defective equipment, and reagent or atmospheric contamination.
Initially, most laboratories experienced qualification diffi-
culties for one or several methods and required some time to
attai: complete qualitication.

From time to time, the data charting indicated a faulty
quality control material. 1In one case, high bias chloride re-
sults were traced to the use of new containers for the packaged
material in vhich the plastic cap liners were found to be vinyl
chloride. 1In another case, high carbon results for one quality
control material were found to have been causea by the use of a
low value for the level of carbon in the matrix material used
in the blend preparation.

An example of atmospheric contamination was high results
for fluoride caused by concurrent use of a glovebox complex for
fluoride and nitrogen determinations. The dissolution reagent
for the nitrogen determination contained hydrofluoric acid. In
another example, high results for silver were traced to the use
of the same facility for another spectrographic method in which
silver chioride carrier was used.

In one laboratory, a spectrographic method in use for the
determination of rare earths went out of control. A combination
of new personnel and the inadequacy of a separation procedure
were determined to be the cause of loss of control. Retraining
of personnel with emphasis on extraction techniques corracted
the problem and the laboratory was requalified.

CONCLUSIONS

This extensive quality assurance program, concerned with
analytical laboratory performance for the FFTF fuel production,
has provided the high quality fuel for which it was designed.
Initially, the involved facilities were averse to the program,
since it required about 10% mnre effort relative to the produc-
tion materianl analyses. However, it soon became apparent tais
cost was more than offset Ly the confidence one had in the ana-
lytical results. This was due primarily to the use of common
calibration materials and the surveillance by a quality
assurance organization independent of the analytical labora-
tories. As personnel demonstrated a competence in analyzing
quality control samples, a strong sense of work interest and
pride developed. Most importantly the three years of operuting
history has demonstrated a low rate of between-laboratory
¢ifferences which often require long and costly investiga-
tions.
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